INTRODUCTION
Since the introduction of real-time two-dimensional (2D) echocardiography in the 1980s, there have been continued efforts to minimize the size and improve the mobility of machines. In 2010, a handheld echocardiography (HHE) device was released and studies comparing the image quality of HHE with standard echocardiography (SE) have since shown good image correlation. It has been advocated as an important and perhaps essential adjunct to clinical examination, particularly when performed by trained staff. [1, 2] Validation of the accuracy of handheld echocardiography for diagnosis of congenital heart disease Sulafa Ali 1,2 , Tajudeen Bushari Annals of Pediatric Cardiology / Volume 11 / Issue 3 / September-December 2018
Subsequently, many studies have reported HHE to be a reliable tool for screening of rheumatic heart disease (RHD) with good comparability to SE. [3] [4] [5] However, the use of HHE for diagnosis of congenital heart disease (CHD) has not been adequately investigated. Such utility may have an important role in remote areas as well as for sick children with suspected CHD where urgent decisions need to be made. We conducted this study to evaluate the reliability of HHE in the diagnosis of CHD.
METHODOLOGY
T h e s t u d y w a s c o n d u c t e d i n t h r e e p e d i a t r i c cardiology outpatient clinics between June and August 2017. All patients with suspected CHD were included; those who were found to have rheumatic or other forms of heart disease were excluded from the study.
Patients were evaluated by clinical history and examination; an HHE study was then performed using GE-Vscan (General Electric, USA), which is a palm-held machine with a weight of 13.8 oz and a 3.8 mHz phased array transducer. It has facilities for 2D imaging and color Doppler as well as digital storage, but no pulse or continuous wave Doppler. A modified segmental approach was used that included all the standard views, except that pulse and continuous wave Doppler were not done.
Then, a complete SE study was performed (Esoate-My Lab 50, Italy) for each patient using the standard segmental approach. Findings of the two machines were recorded on a data sheet. Both echo studies (HHE and SE) were performed by a pediatric cardiology consultant or senior fellow who were blinded to the patients' final diagnosis.
Ethical considerations
Approval of the Ethics Committee of the Faculty of Medicine, University of Khartoum, was obtained. All patients' guardians were asked to sign informed consent before conducting the study.
Statistical methods
Data were entered into SPSS program (version 2015, IBM, USA), and the agreement between the two machines regarding the description of each heart segment as well as the final diagnoses was calculated using Cohen's Kappa test (κ). In addition, the sensitivity and specificity of HHE for the diagnosis of CHD were calculated.
RESULTS
Eighty cases were included, of which 71 had CHD and 9 had a normal heart. The age ranged between 3 days and 14 years with a mean age of 4 years. 
Types of congenital heart defects
CHDs seen included simple and complex defects as well Annals of Pediatric Cardiology / Volume 11 / Issue 3 / September-December 2018 as patients who had undergone surgery or catheter intervention as shown in Table 1 .
Agreement between handheld echocardiography and standard echocardiography
The agreement between HHE and SE was calculated for the ability to visualize heart segments. Kappa value was found to be 77%-100% with a mean of 92.9% [ Table 2 ]. Kappa was also calculated for the agreement between the two machines for the diagnosis of 13 types of CHD as well as for normal echo and was found to be 66%-100% with a mean of 91.7%. One case of coarctation of aorta was missed by HHE (κ = 66%) [ Table 3 ].
The sensitivity and specificity of HHE were calculated for seven diagnoses. The sensitivity of HHE was found to be 69.2%-100% with a mean of 90.2% and specificity was 98.5%-100% with a mean of 99.3% [ Table 4 ].
The image quality of HHE was comparable with that of SE as shown in Figures 1-5 . The right-sided panel in each figure shows the still frame of SE and the left-sided panel shows the image for the same patient by HHE.
DISCUSSION
It is desirable to have a light echo machine that can be used to screen for CHD, particularly in acute care settings. Moreover, in resource-limited countries, high-end echo machines are only available in a few referral hospitals, leading to long waiting times that can adversely affect patients' outcomes. HHE machines have proven to be reliable in screening for RHD, with a sensitivity approaching 98% in diagnosing definite disease even when using a single view. [6] On the other hand, imaging CHD needs a more detailed examination of the heart segments using segmental/sequential analysis and understanding of hemodynamic effects at different ages. To conduct CHD echo, operators need considerable duration of training and comprehensive understanding of the pathophysiology of the lesion.
In this study, HHE proved to have substantial agreement with SE in the examination of all heart segments. Similarly, acceptable agreement was found when we analyzed the diagnoses made by the two machines. Although the lack of pulse and continuous wave Doppler may lead to limitations in HHE examination, common lesions such as pulmonary stenosis could still be identified by looking at 2D echo and color flow mapping.
Similar to our findings, Lo et al. reported an excellent agreement between HHE and SE in a cohort that included children and adults with CHD. [7] In another report, Riley et al. investigated the ability of HHE to inform the decision-making in the pediatric cardiology outpatient clinic. They found that HHE had a sensitivity of 75% and a positive predictive value of 100% with a substantial agreement between SE and HHE imaging (κ = 82%). In the latter study, the experience of the cardiologist performing echo had an important impact on the accuracy of HHE. [8] These findings support the use of HHE to screen for CHD, provided that operators are fully trained in the segmental approach. In addition to the outpatient setting, HHE machines could find use in nurseries, pediatric Intensive Care Units, and emergency rooms as a screening tool for urgent decision-making.
Moreover, HHE could have a role in neonatal screening for CHD. There have been extensive studies into the use of clinical examination and pulse oximetry for CHD screening in neonates in the recent years. Clinical examination in isolation was shown to miss many cases of critical CHD. [9] When clinical examination was combined with pulse oximetry, the sensitivity to detect duct-dependent pulmonary circulation was found to be 100% although the overall sensitivity remained at only 82%. [10] Although the false-positive rates with pulse oximetry were less than that of physical examination alone, they were significant leading to unnecessary referrals for echocardiography. Therefore, when performed by trained cardiologists, HHE could have a role as a more sensitive and specific tool for neonatal screening. Further studies are needed to evaluate this utility and to develop appropriate protocols recognizing the limitations of early echo examination of neonates, which include the presence of physiological/transitional shunts such as ductus arteriosus and patent foramen ovale that may need a second follow-up by echo.
CONCLUSION
We documented that HHE has an excellent agreement with SE both for visualization of cardiac segments and for diagnosis of CHD. We believe that it will have an important role in screening for CHD in emergency settings and neonatal units.
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